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ABSTRACT 


The  present  magnetic  particle  method  of  inspection  using 
a black  light  borescope  for  the  detection  of  cannon  bore 
indications  such  as  cracks,  inclusions  and  discontinuities 
is  time  consuming  and  requires  constant  operator  control. 

The  inspector  is  highly  susceptible  to  fatigue  from  prolonged 
staring  into  the  scope  which  increases  the  possibility  of 
overlooking  a defect. 

A new  method  employing  a recently  developed  laser  scan 

inspection  system  automatically  scans,  detects  and  records 

• • * ■ ^ • • • 

indications.  In  doing  so,  it  provides  a faster  and  more 
reliable  inspection  method  to  replace  the  method  using  a 
black  light  borescope 
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Magnetic  Particle 
Black-light  borescope 
Laser  Scan 
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1.  INTRODUCTION 


Prior  to  acceptance,  all  cannon  tube  bores  are  inspected 
for  indications  such  as  cracks  which  requires  the  application 
of  magnetic  particle  inspection  using  a black  light  borescope, 
(see  figure  1).  The  borescope  method  is  a time-consuming 
process  and  requires  constant  operator  control.  The  operator 
is  highly  susceptible  to  fatigue  ( from  prolonged  staring 
into  the  scope  ) which  increases  the  chances  of  overlooking 
a defect.  Also,  some  operators  are  able  to  easily  pick-up 
indications  in  the  cannon  tube  while  some  find  it  very 
difficult  to  pick  out  fluorescent  particles  that  collect  in 
an  indication. 

The  danger  in  not  detecting  a crack  in  a cannon  tube  is 
obvious.  Also  if  a crack  is  detected  after  leaving  the  manu- 
facturing facility,  additional  costs  are  incurred  for  trans- 
portation back  to  the  facility  for  additional  inspection. 

A more  positive,  faster  and  reliable  method  with  the  capability 
of  recording  indications  to  reduce  the  present  dependency  on 
the  human  element  was  required  to  better  assure  materiel 
integrity  in  cannon  tubes. 
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2.  THEORY  OF  MAGNETIC  PARTICLE  INSPECTION 


The  fluorescent  magnetic  particle  process  is  used  for  the 
inspection  of  cannon  tubes.  It  consists  of  establishing  a 
magnetic  field  in  the  tube  to  be  inspected.  The  degree  of 
magnetization  depends  on  size,  shape  and  material  composition 
of  each  tube.  When  the  field  cuts  across  a crack  or  discon- 
tinuity in  the  cannon  tube,  the  two  sides  effectively  form 
new  magnetic  poles. 

A special  fluorescent  material  mixed  in  a suitable  solution 
to  form  a suspension  of  fluorescent  particles  is  then  applied 
to  the  cannon  tube  being  inspected.  The  magnetic  field  around 
the  defect  attracts  and  holds  the  fluorescent  magnetic  particles 
forming  a brilliant  fluorescent  pattern  of  the  defect  when 
illuminated  and  observed  under  a black  light  (near  ultraviolet) 
source  such  as  the  black  light  borescope.  The  fluorescent 
material  will  show  the  defect  as  a bright  color  contrasting 
to  the  dull  purple  of  the  reflected  radiation  from  the  rest 
of  the  area  free  of  surface  anomalies. 
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3.  DESCRIPTION  OF  THE  LASER  SCAN  SYSTEM 


In  1976,  an  MTT  project  was  initiated  to  develop  an 
automatic  magnetic  particle  cannon  bore  inspection  system. 

The  objective  of  the  project  was  to  develop  a faster  and 
more  reliable  inspection  system. 

As  a result,  a laser  scan  inspection  system  was  developed 
for  the  automatic  scanning  and  detection  of  cannon  bore 
indications  such  as  cracks,  inclusions  and  discontinuities 
throughout  the  bores  of  105mm.  M68  and  155mm.  Ml 85  cannon 
tubes,  (see  figures  2 & 3).  The  cannon  tubes  are  presented 
to  the  scanning  system  after  they  have  been  properly  magnetized 
and  the  fluorescent  particle  solution  applied  to  the  bore  surfaces. 

The  laser  scan  inspection  system  uses  blue  light  frbm  a 
Helium-Cadmium  laser  to  excite  the  pigment  in  the  fluorescent 
particles.  When  the  laser  light  strikes  an  indication  ( a 
collection  of  fluorescent  particles  ) in  the  bore,  yellow- 
green  light  is  produced  that  is  detected  by  a photodiode 
pointed  at  the  spot  the  laser  is  striking.  An  optical  filter 
removes  all  the  reflected  blue  light  from  the  laser  leaving 
only  the  induced  fluorescent  light.  This  photodiode  converts 
the  light  into  an  electrical  signal  that  is  amplified  and, 
after  some  processing  displayed  on  the  facsimile  recorder. 
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The  laser  is  pointed  down  a long  pushtube  that  goes  into 
the  cannon  bore.  At  the  end  of  the  cannon  tube  is  a head 
assembly  consisting  of  a hollow-shafted  motor  through  which 
the  laser  beam  passes.  This  motor  rotates  a mirror  which 
reflects  the  beam  90  degrees  to  the  bore  of  the  cannon  tube. 
As  it  rotates,  the  beam  traces  a circle  on  the  bore.  Slip 
rings  carry  the  signal  from  the  rotating  photodiode  to  the 
remaining  electronics. 

This  system  uses  a scanning  technique  commonly  known  as 
a "flying  spot"  scanner.  The  operation  is  very  similar  to 
the  way  pictures  and  documents  are  transmitted  by  wi rephoto. 

A laser  beam  scans  the  bore  of  the  cannon  tube  in  a spiral 
fashion.'  -The  ^canning  is  do*e  at.two  revolutipnSv.per  second, 
while  moving  forward  at  1/8  inch  per  second.  This  produces 
a spiral  scan  with  a pitch  of  1/16  inch.  The  laser  beam  is 
1/8  inch  wide  so  the  entire  tube  is  covered  with  overlap 
between  scans.  Synchronized  to  the  rotation  of  the  head  is 
a drum  on  the  recorder.  This  drum  has  mounted  just  above 
its  surface  a wire  wrapped  around  it  in  a spiral  fashion. 

The  spiral  begins  and  ends  at  the  same  angular  position  on 
the  drum,  and  makes  one  revolution  in  the  length  of  the  drum. 
The  recording  paper  (see  figure  4)  is  sandwiched  between  this 
wire  and  a knife  edge  running  the  width  of  the  paper.  As  the 


drum  spins  the  intersection  of  the  helix  wire  and  the  knife 
edge  moves  in  a straight  line  from  left  to  right.  Electric 
current  passing  through  the  paper  darkens  It  producing  the 
permanent  record,  (see  figure  5). 

An  oscilloscope  is  also  included  as  a part  of  the  readout 
system.  The  scope  displays  a constant  signal  level  which  is 
adjusted  as  the  "threshold"  level.  Just  below  this  level  Is 
the  background  noise  of  the  rifling  and  electronics.  If  an 
indication  is  found,  the  signal  shoots  upwards  and  is  dis- 
played as  a spike  above  the  threshold  level.  A buzzer  sounds 
and  a light  flashes  at  the  same  time  the  indication  is  being 
printed  out.  The  print  out  scaling  size  is  either  1:1  or  1:5 
‘ by  selection'. 

Once  a print  out  is  obtained  for  each  cannon  tube, 
indications  on  the  print  out  may  be  evaluated.  If  any 
remain  questionable,  the  cannon  bore  is  borescoped  in 
the  areas  shown  to  contain  indications. 
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4.  TESTING  RESULTS 


The  purpose  of  the  testing  was  to  determine  the  systans 
capability  of  detecting  cracks  of  a known  size  in  a cannon 
tube  with  a number  of  known  defects  as  required  by  the  speci- 
fication for  the  system  and  also  to  determine  its  reliability. 
The  defects  or  cracks  were  of  various  sizes  in  length  and  width. 

As  the  testing  began,  impressions  of  the  rifling  lands  were 
being  shown  on  the  facsimile  recording  at  the  6 o'clock  position 
of  the  tube.  It  was  discovered  that  improper  draining  of  the 
magnetic  particle  solution  caused  puddling  at  the  bottom  of 
the  tube  which  in  turn  caused  reflections  of  the  laser  beam 
to  be  picked  up  and  printed  as  it  would  with  a defect.  This 
condition  was  not  acceptable  because  an  actual  defect  could 
be  hidden  in  the  same  area.  With  modifications  to  the  wetting 
and  draining  procedures,  the  condition  was  corrected. 

Another  problem  discovered  was  the  difficulty  in  estab- 
lishing the  level  of  sensitivity.  That  is,  adjustment  of 
the  system  sc  as  to  be  capable  of  detecting  defects  and  yet 
eliminate  the  extraneous  electrical  noises  being  picked-up 
arid  shown  as  defects. 

With  changes  in  some  of  the  electrical  components  and 
other  adjustments,  the  level  of  sensitivity  was  established 
for  inspection  of  production  tubes.  Occasionally  when  there 
is  doubt  about  the  validity  of  an  indication,  inspection  by 
the  borescope  is  used. 
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Although  the  system  as  procured  does  have  a method  to  insure 
proper  operation  prior  to  entering  the  tube,  it  was  decided 
additional  assurances  were  required  to  insure  its  continued 
operation  during  the  entire  inspection  cycle.  Briefly,  the 
system  has  a machined  defect  located  in  a position  so  that 
the  head  assembly  scans  the  defect  prior  to  entering  the 
tube.  The  systan  proceeds  automatically  if  the  defect  is 
detected;  if  not  the  system  is  shut  off  automatically  until 
the  problem  is  corrected. 

To  insure  the  system  is  calibrated  and  functioning 
properly  after  entering  the  tube,  actual  cracks  from  a 
scrapped  cannon  tube  were  machined  into  small  specimens 
(see  figure  6).  These  specimens  are  now  placed  at  both 
ends  of  each  cannon  tube  inspected.  The  positioning  of 
these  specimens  assures  continued  proper  operation  of  the 
system  after  the  head  assembly  enters  the  tube  and  also 
that  there  is  proper  operation  during  the  entire  inspection 
cycle.  The  print  out  showing  all  three  defects  in  their 
proper  location  assures  calibration. 

The  evaluation  of  the  testing  results  was  satisfactory 
and  the  system  was  accepted. 
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5.  CONCLUSION 

The  use  of  the  automatic  laser  scan  inspection  system 
has  reduced  inspection  time  by  20  min/tube  or  approximately 
fifty  (50)  percent  and  has  increased  inspection  reliability 
by  the  elimination  of  the  human  element.  The  substantially 
increased  probability  of  detecting  critical  defects  will 
reflect  directly  on  increased  field  reliability  and  safety. 
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6.  IMPLEMENTATION 

The  laser  scan  inspection  system  has  been  implemented 
on  production  105mm.,  M68  cannon  tubes. 
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FIGURE  3:  LASER  SCAN  SCHEMATIC 
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1 Commander,  U.  S.  Army  Tropic  Test  Center,  ATTN:  STFTC-TD,  Drawer  942, 

Fort  Clayton,  Canal  Zone 

4 Commander,  Aberdeen  Proving  Ground,  ATTN:  STEAP-MT;  STEAP-TL; 

STEAP-MT-M,  Mr.  J.  A.  Feroli;  STEAP-MT- G,  Mr.  R.  L.  Huddleston; 
Aberdeen  Proving  Ground,  Maryland  21005 

1 Commander,  U.  S.  Army  Cold  Region  Test  Center,  ATTN:  STECR-OP-PM, 

APO  Seattle,  Washington  9S755 

1 Commander,  l).  S.  Army  Dugway  Proving  Ground,  ATTN:  STEDP-MT, 

Dugway,  Utah  84022 

1 Commander,  U.  S.  Army  Electronic  Proving  Ground,  ATTN:  STEEP-MT, 

Ft.  Huachuca,  Arizona  85613 

1 Commander,  Jefferson  Proving  Ground,  ATTN:  STEJP-TD-T,  Madison,  • 

Indiana  47250 

1 Commander,  U.  S.  Army  Aircraft  Development  Test  Activity,  ATTN: 

STEBG-TD,  Ft.  Rucker,  Alabama  36362 

- 1 President,  U.  S.  Army  Armor  and  Engineer  Board,  ATTN:  ATZKOAE-TA, 

Ft.  Knox,  Kentucky  40121 

1 President,  l).  S.  Army  Field  Artillery  Board,  ATTN:  ATZR-BD0P, 

Ft.  Sill,  Oklahoma  73503 

1 Commander,  Anniston  Army  Depot,  ATTN:  SDSAN'-QA,  Anniston, 

Alabama  36202 

1 Commander,  Corpus  Christi  Army  Depot,  SDSCC-MEE,  Mr.  Haggerty, 

• Mail  Stop  55,  Corpus  Christi,  Texas  78419 

1 Commander,  Lcttcrkenny  Army  Depot,  ATTN:  SDS-LE-0.A,  Chambersburg, 

Pennsylvania  17201 

1 Commander,  Lexington-Bluegrass  Army  Depot,  ATTN:  SDSRR-QA, 

Lexington,  Kentucky  40507 

1 Commander,  New  Cumberland  Army  Depot,  ATTN:  SDSNC-OA,  New  Cumberland, 
Pennsylvania  17070 

2 Commander,  U.  S.  Army  Depot  Activity,  Pueblo,  ATTN:  SDSTE-PU-Q, 
Pueblo,  Colorado  81001 
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Number  of 
Copies 

To 

1 Coriander,  Rod  River  Amy  Depot,  ATTN:  SDSRR-QA,  Texarkana, 

Texas  75501 

1 Commander,  Sacramento  Army  Depot,  ATTN:  SDSSA-QA,  Scaramento, 

California  95S13 

1 Commander,  Savanna  Army  Depot  Activity,  ATTN:  SDSSV-S,  Savanna, 

Illinois  61074 

1 Commander,  Seneca  Army  Depot,  ATTN:  SDSSF.-R,  Romulus,  New  York  14S41 

1 Commander,  Sharpe  Army  Depot,  ATTN:  SDSSH-QE,  Lathrop,  California  9533C 

1 Commander,  Sierra  Arny  Depot,  ATTN:  SDSSI-DOA,  Herlong,  California  9611 

1 Commander,  Tobyhanna  Arny  Depot,  ATTN:  SDSTO-Q,  Tobyhanna, 

Pennsylvania  18466 

) Commander,  Tooele  Army  Depot,  ATTN:  SDSTE-QA,  Tooele,  Utah  84074 

1 Director,  DARCOM  Ammunition  Center,  ATTN:  SARAC-DE,  Savanna, 

Illinois  61074 

2 Naval  Research  Laboratory,  ATTN:  Dr.  J.  M.  Krafft,  Code  8430; 

Library,  Code  2620;  Washington,  DC  20375 

3 Director,  Air  Force  Materiel  Laboratory,  ATTN:  AFML-D0,  Library; 
AFML-LTM,  Mr.  E.  Wheeler;  AFML-LLP,  Mr.  R.  Rowand;  V.'right-Patterson 
AFB , Ohio  45433 

9 Director,  Arny  Materials  and  Mechanics  Research  Center, 

ATTN:  DRXMR-P  (1  copy) 

DRXMR-PL  (2  copies) 

DRXMR-M  (2  copies) 

<■  DRXMR-MQ  (1  copy) 

DRXMR-MI , Mr.  Darcy  (1  copy) 

DRXMR-L,  Dr.  Chait  (1  copy) 

DRXMR-RA,  Mr.  Valente  (1* copy) 


